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Myerson, LLC

% Patsy Trisler
Regulatory Consultant
Trisler Consulting

306 Turnberry Court
Lebanon, Indiana 46052

Re: K230098
Trade/Device Name: Trusana™
Regulation Number: 21 CFR 872.3760
Regulation Name: Denture Relining, Repairing, Or Rebasing Resin
Regulatory Class: Class Il
Product Code: EBI
Dated: January 11, 2023
Received: January 13, 2023

Dear Patsy Trisler:

We have reviewed your Section 510(k) premarket notification of intent to market the device referenced
above and have determined the device is substantially equivalent (for the indications for use stated in the
enclosure) to legally marketed predicate devices marketed in interstate commerce prior to May 28, 1976, the
enactment date of the Medical Device Amendments, or to devices that have been reclassified in accordance
with the provisions of the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a
premarket approval application (PMA). You may, therefore, market the device, subject to the general
controls provisions of the Act. Although this letter refers to your product as a device, please be aware that
some cleared products may instead be combination products. The 510(k) Premarket Notification Database
located at https://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfpmn/pmn.cfm identifies combination
product submissions. The general controls provisions of the Act include requirements for annual registration,
listing of devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability warranties. We
remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class Il (Special Controls) or class 11 (PMA), it may be
subject to additional controls. Existing major regulations affecting your device can be found in the Code of
Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may publish further announcements
concerning your device in the Federal Reqister.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean that FDA
has made a determination that your device complies with other requirements of the Act or any Federal
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statutes and regulations administered by other Federal agencies. You must comply with all the Act's
requirements, including, but not limited to: registration and listing (21 CFR Part 807); labeling (21 CFR Part
801); medical device reporting (reporting of medical device-related adverse events) (21 CFR 803) for
devices or postmarketing safety reporting (21 CFR 4, Subpart B) for combination products (see
https://www.fda.gov/combination-products/guidance-regulatory-information/postmarketing-safety-reporting-
combination-products); good manufacturing practice requirements as set forth in the quality systems (QS)
regulation (21 CFR Part 820) for devices or current good manufacturing practices (21 CFR 4, Subpart A) for
combination products; and, if applicable, the electronic product radiation control provisions (Sections 531-
542 of the Act); 21 CFR 1000-1050.

Also, please note the regulation entitled, "Misbranding by reference to premarket notification" (21 CFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21 CFR Part
803), please go to https://www.fda.gov/medical-devices/medical-device-safety/medical-device-reporting-
mdr-how-report-medical-device-problems.

For comprehensive regulatory information about medical devices and radiation-emitting products, including
information about labeling regulations, please see Device Advice (https://www.fda.gov/medical-
devices/device-advice-comprehensive-regulatory-assistance) and CDRH Learn
(https://www.fda.gov/training-and-continuing-education/cdrh-learn). Additionally, you may contact the
Division of Industry and Consumer Education (DICE) to ask a question about a specific regulatory topic. See
the DICE website (https://www.fda.gov/medical-devices/device-advice-comprehensive-regulatory-
assistance/contact-us-division-industry-and-consumer-education-dice) for more information or contact DICE
by email (DICE@fda.hhs.gov) or phone (1-800-638-2041 or 301-796-7100).

Sincerely,
Michael E. Adjodha -
S

Michael E. Adjodha, M.ChE.
Assistant Director
DHT1B: Division of Dental and
ENT Devices
OHT1.: Office of Ophthalmic, Anesthesia,
Respiratory, ENT and Dental Devices
Office of Product Evaluation and Quality
Center for Devices and Radiological Health
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Submitter:
Myerson, LLC

Trusana™
Traditional 510(k)

Flexural (Bending)
Modulus

2000 MPa or more (per ISO
20795-1)

2383 MPa (per ISO 20795-1 —
company website)

Water Sorption

28 pg/mm° (per 1ISO 20795-1 —
company website)

32 pg/mm?° or less (per ISO
20795-1)

Water Solubility

1.6 yg/mm” or less (per ISO
20795-1)

0.1 % (w/w) (per ISO 20795-1 —
company website)

Residual monomer

0% (per ISO 20795-1) <0.1% (w/w) (per 1SO 20795-1 —

company website)

Biocompatibility

Biocompatible, according to ISO
10993 testing

Biocompatible, according to ISO
10993 testing (per company

website)

VIl PERFORMANCE AND SAFETY TESTING

Animal Testing:

This product category does not require animal testing.

Clinical Testing:

This product category does not require human clinical testing.

Laboratory
Testing:

Testing was conducted to evaluate the performance of a
manufactured denture base, according to requirements of DIN EN
ISO 20795-1:2013, Dentistry — Base Polymers.

The following specification requirements of the 3D-printed denture
base material samples were tested and have been met:

* Surface characteristics

* Shape capability

* Color and color stability

e Translucency

* Freedom from porosity

* Ultimate Flexural strength

e Flexural bending modulus

* Bonding to synthetic teeth

*  Water Sorption

e Solubility

* Validation of no residual MMA monomer.

Shelf Life Testing:

Validated real-time shelf life of the Trusana resin at time of 510(k)
submission is 13 months. Properties tested include chemical and
physical characteristics after storage.

Biocompatibility

An assessment, according to ISO 10993-1, based on extractables

Testing: | and cytotoxicity testing, confirms that Trusana printed denture
base is biocompatible and non-toxic and meets the requirements
for a device in contact with mucosal membrane for >30 days.

Additive | Testing, according to FDA’s guidance Technical Considerations for

Manufacturing

Additive Manufactured Medical Devices, was performed and
results were provided in the 510(k). These tests included
evaluation of all relevant properties of the printed resin using the
Asiga machines.

510(k) Summary




Submitter: Trusana™
Myerson, LLC Traditional 510(k)

Further, tests based on considerations of the orientation during
manufacturing were performed.

Vil COMPARISON OF TECHNOLOGICAL CHARACTERISTICS WITH THE
PREDICATE AND REFERENCE DEVICES

The intended use, critical specifications, and additive method of manufacturing of
Trusana are substantially equivalent to the predicate device, NextDent Denture 3D+.

While the resin of the predicate is different from Trusana, both are photo-curable resins
used in additive manufacturing and are of the same material category.

The additive manufacturing processes both use a resin to fabricate the denture bases
using a 3D printer, associated software and curing unit.

The noted differences, in comparison to the predicate device, raise no new questions of
safety and effectiveness.

VIX CONCLUSION

Based on the comparisons provided and the data submitted in this 510(k), it can be
concluded Trusana™ is substantially equivalent to the predicate device. Myerson’s
analysis of the resin and its output compared to the predicate show they have the same
intended use and similar technological parameters that meet the requirements of ISO
20795-1:2013.
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